VERIFICATION OF CALIBRATION REPORT

Of Data Master cdm Breath Test Instrument
State of Alaska
Scientific Crime Detection Laboratory - Statedwide Breath Alcohol Program

.

Il 05 701l

DataMaster cdm S/N 130569

Supervisor/Operator Performing the Verification Procedure:

Name Mac Burrell ID# 4756 Date  12/23/2009
A

Agency Cordova Police Department Phone # 424-6100

Instrument Location Cordova Police Department

Alco S/N X301686 Target Value 0.086 High Pressure 1000psi
B

Alco Test Value Average 0.087 0.087

1st Alco 2nd Alco
Signature 7/%c_ g@w‘,/ a3
{ V4 V25,
(OVER)

I, Nita J. Bolz, after being first duly sworn, depose and state as follows:

(1) I am a Forensic Scientist IV at the State of AR Hiig AR s arenbeloNoh Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) I am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for
maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed bv a person trained and gualified to conduct the
verification. T - o
(6) The referenced instrument is certified for evidentiary use in the State of Alaska.
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Notary Bublic, State of Alaska
Commission Expires with Office
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'VERIFICATION OF CALIBRATION REPORT

Of Data Master cdm Breath Test Instrument
State of Alaska

Scientific Crime Detection Laboratory - Statedwide Breath Alcohol Program

DataMaster cdm S/N

130569

(CONTINUED FROM FRONT PAGE)

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC

CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST

_ DIAGNOSTIC CHECK

|

| L

~Breath Test Record

Serial Number |130569 Model |Dataiaster

gl
—

- OWS: |

Location fEDW :_Ji QCordova Folice Dept. ( %6\‘0
~Subject Information
Last Name {Verfication Of Cal OL W ’
First Name {M ;
;'Upelator Information
1, Nita J. . Operator Name: [Burel/M Case |
( 1) Tam ‘ Operator # 14758 Department §CDV1 !
(2) The . ;”“Tes! Results
(3 ) lam Alco Target W—— Alco Serial§><301 686 ]‘0
(4) In th_ ‘ Nominal !—_EEB_G. Barometer a_—im Test Type F. Ctdt%’b
I‘GSPOIIS:I ‘ Dry Gas 1 {—0-5-87 Time: W Test Date !1—272—372-665-
ga;lrr}ts: Subject Aloohol | 0000 | Time: [207806  TestTime [201612
regularl; : Dy Gas 2 rﬁ? Time: W Report F’-
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(6) The referenced irfstrumeri_isg

Nita J. Bolz
Scientific Directo
State Breath Alco

;i;g'géLq!E_it‘?g_gvidentiaw use in the State of AldBka.
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SerialNumberiT30589 vl Model iDataMaster

LucationiCDW - ICordova Police Dept.

~Diagnostic Test Results

Test Dat6112/23-’2009 Com,:;uteri[]kasJ
o Test Time32011 116 Program ;Dkay

Software Date§U2/20120m
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